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Abstract. Oxygen optode measurements on floats and glid-
ers suffer from a slow time response and various sources
of drift in the calibration coefficients. Based on two dual-
O2 Argo floats, we show how to post-correct for the effect
of the optode’s time response and give an update on op-
tode in situ drift stability and in-air calibration. Both floats
are equipped with an unpumped Aanderaa 4330 optode and
a pumped Sea-Bird SBE63 optode. Response times for the
pumped SBE63 were derived following Bittig et al. (2014)
and the same methods were used to correct the time response
bias. Using both optodes on each float, the time response
regime of the unpumped Aanderaa optode was characterized
more accurately than previously possible. Response times
for the pumped SBE63 on profiling floats are in the range
of 25–40 s, while they are between 60 and 95 s for the un-
pumped 4330 optode. Our parameterization can be employed
to post-correct the slow optode time response on floats and
gliders. After correction, both sensors agree to within 2–
3 µmolkg−1 (median difference) in the strongest gradients
(120 µmolkg−1 change over 8 min or 20 dbar) and better
elsewhere. However, time response correction is only pos-
sible if measurement times are known, i.e., provided by the
platform as well as transmitted and stored with the data. The
O2 in-air measurements show a significant in situ optode drift
of −0.40 and −0.27 % yr−1 over the available 2 and 3 years
of deployment, respectively. Optode in-air measurements are
systematically biased high during midday surfacings com-
pared to dusk, dawn, and nighttime. While preference can be
given to nighttime surfacings to avoid this in-air calibration
bias, we suggest a parameterization of the daytime effect as
a function of the Sun’s elevation to be able to use all data and
to better constrain the result. Taking all effects into account,
calibration factors have an uncertainty of 0.1 %. In addition,
in-air calibration factors vary by 0.1–0.2 % when using dif-
ferent reanalysis models as a reference. The overall accuracy
that can be achieved following the proposed correction rou-
tines is better than 1 µmolkg−1.
1 Introduction
While oceanic oxygen measurements of the last century were
mostly based on Winkler titrations of discrete water sam-
ples or profiles acquired with CTD-mounted electrochemi-
cal oxygen sensors, such observations rely increasingly on
O2 optode sensors (Tengberg et al., 2006) deployed on au-
tonomous platforms. In particular, the planning for a global
Biogeochemical-Argo observation network of profiling floats
equipped with biogeochemical sensors (including O2 op-
todes) is well under way (Johnson and Claustre, 2016) and
the use of gliders is becoming more operational (e.g., EGO:
Testor et al., 2012).
Apart from cost effectiveness, the main reasons for this
are improved sensor performance and characterization with
respect to temperature and O2 response (e.g., Bittig et al.,
2012), hydrostatic pressure (Uchida et al., 2008; Bittig et al.,
2015a), time response (Bittig et al., 2014), and O2 drift be-
havior (D’Asaro and McNeil, 2013; Bittig and Körtzinger,
2015; Bushinsky et al., 2016) as well as improved accuracy,
either through in-air measurements during deployment or
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careful pre-/post-deployment calibrations for short deploy-
ments, e.g., of gliders.
It is therefore timely and useful to revisit the foundations
of both pumped and unpumped O2 optode behavior on au-
tonomous, profiling platforms, to ensure optimal data post-
processing and best data quality. In this technical note, we
want to refine the findings of Bittig et al. (2014) on the op-
tode time response and of Bittig and Körtzinger (2015) on
in-air measurements and in situ drift stability.
2 Instrument description
This study utilizes data from two dual-O2 Navis floats (Sea-
Bird Inc., Bellevue, USA) with WMO ID 6900889 and
6900890 that were deployed in the eastern tropical North
Atlantic in the oxygen minimum zone in November 2014
and September 2013, respectively. Each float is equipped
with two O2 optodes, an unpumped Aanderaa 4330 optode
(AADI, Bergen, Norway) and a pumped SBE63 optode (Sea-
Bird Inc., Bellevue, USA). Aanderaa 4330 optodes have been
pre-aged at the factory and were equipped with the standard
foil with optical isolation. For each float, the optodes were
laboratory-calibrated in the same calibration run (following
Bittig et al., 2012) prior to deployment.
Only the unpumped Aanderaa 4330 optode, cable-
mounted in an elevated position on the float’s top cap, is ca-
pable of in-air measurements, and the float’s firmware was
adjusted accordingly (see Bittig and Körtzinger, 2015, for de-
tails). In addition, the Navis floats transmitted a time stamp
for each profile sample (i.e., each set of pressure, tempera-
ture, salinity, and optode raw data), through which only the
time response analysis below was feasible. Since the Aan-
deraa optodes were mounted close to the floats’ pumped-
flow CTD intake, respectively, no additional compensation
for a vertical pressure offset or a time delay was performed.
A third float (WMO ID 6900891) was deployed in the South
Pacific oxygen minimum zone off Peru in October 2015, but
was trapped inactive near the surface for 5 weeks due to ex-
cess air in its air bladder before deployment. It eventually
descended and started its mission, but the optodes failed af-
ter the first 30 profiles, so it was not included in the analysis.
3 Time response
Bittig et al. (2014) used a set of laboratory experiments to
validate a two-layer diffusional model of optode time re-
sponse. In essence, water flow determines the liquid bound-
ary layer thickness, lL, in front of the optode’s sensing foil,
which is essentially independent of temperature. Tempera-
ture, however, modifies the O2 solubility and diffusivity both
in the boundary layer and sensing foil, such that the optode’s
response time, τ , shows a marked temperature dependence
(at constant flow / lL), being slower at low temperatures.
Shipboard CTD–O2 casts with optodes, as well as glider
and float data in different ocean regions, served Bittig et al.
(2014) to characterize the response time τ as well as the
flow / lL regime on these profiling platforms. However, while
the shipboard casts had both a fast CTD–O2 sensor and an
O2 optode on the same platform, the floats and gliders fea-
tured only a single optode and relied on a match of the optode
data to a “nearby” CTD–O2 profile. This match introduced
some uncertainty into the analysis of Bittig et al. (2014). Us-
ing the dual-O2 floats of the present study, the response time
and boundary layer regime of optodes on slowly profiling
platforms can be constrained far more tightly with the same
methods.
Since the SBE63 optode’s sensing foil is contained inside
the pumped path of the float’s CTD, its water flow is set
by the pump speed of the float CTD, i.e., ca. 600 mL min−1
(Sea-Bird Electronics, 2016). This flow rate corresponds to a
boundary layer thickness lL around 34 µm (Bittig et al., 2014,
see also Appendix A, Eq. A4). The Aanderaa optode, how-
ever, is exposed to the ambient seawater, and the flow in front
of its sensing foil varies as a function of the platform’s move-
ment. Its flow (and thus its time response) is generally slower
than for the pumped SBE63 optode.
Using the faster SBE63 optode O2 as a reference, the 4330
optode time response can be derived relative to the SBE63
optode. However, since the SBE63 optode’s time response is
well defined (±3 s) due to the pumped mode of operation,
the results of Bittig et al. (2014) can be used to reconstruct
a “true” time response-unbiased O2 profile as a reference.
The 4330 optode time response can then be derived relative
to that reference O2 profile. Both approaches yield equivalent
results, and only the second one is shown below. Reconstruc-
tion of the unbiased O2 profile is carried out as follows (see
also the Appendix and Supplement):
– define the flow regime for the pumped SBE63 optode,
i.e., lL = 34 µm;
– translate the flow regime into a response time constant
τ using the in situ temperature and data from Fig. 11 in
Bittig et al. (2014) (see also the Supplement);
– obtain the mean of consecutive data points of the unbi-
ased O2 profile from the SBE63 optode measurements
using the inverse of the filter’s bilinear transformation,
i.e., Eq. (37) from Bittig et al. (2014) (Eq. A3); and
– reconstruct the unbiased O2 profile by interpolating the
mean of consecutive data points of the unbiased O2 pro-
file to the original measurement times.
The analysis of the Aanderaa 4330 optode flow regime be-
havior takes the opposite approach by filtering or “delaying”
the reference O2 profile until it matches the 4330 optode ob-
servations. For this, the forward filter (Eqs. 4 and 5 in Bittig
et al., 2014, see also Eqs. A1 and A2) was applied to a short
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Figure 1. Boundary layer thickness lL vs. float vertical velocity for
an Aanderaa optode 4330 with standard foil derived from dual-O2
floats 6900889 and 6900890. The color shading indicates the data
density, while the dashed line gives the parameterization of Eq. (1).
interval of the unbiased O2 profile and lL iteratively adjusted.
The steps involved are essentially the following:
– estimate a boundary layer thickness lL for the given
short interval of measurements (here: 12 consecutive
data points);
– translate lL into a response time constant τ using the in
situ temperature and data from Fig. 11 in Bittig et al.
(2014) (see also the Supplement);
– translate τ into the filter constants a and b using the
measurement times ti and Eq. (4) from Bittig et al.
(2014) (Eq. A1);
– apply the recursive filter to the mean of consecutive data
points of the unbiased O2 profile and the previous (or
initial) filtered O2 measurement (Eqs. 4 and 5 in Bittig
et al., 2014) (Eqs. A1 and A2); and
– compare the filtered O2 profile with the Aanderaa 4330
optode measurements and iteratively refine the chosen
boundary layer thickness lL for the given short interval
until a best match is achieved.
Overall, the resulting boundary layer thickness lL is
smaller than estimated by Bittig et al. (2014). lL decreases
with increased flow at the sensor, as expected (Fig. 1). Specif-
ically, lL is around 210 µm at 0 dbar s−1 and 100 µm at
0.095 dbar s−1. However, there appears to be a lower limit
or regime shift at speeds higher than 0.1 dbar s−1, likely re-
flecting the transition between laminar and turbulent flow at
the sensing foil. From CTD applications, Bittig et al. (2014)
found a lL around 20 µm at 1.0 dbar s−1 when the flow was
directed approx. perpendicular to the optode sensing foil (as
is typically the case for floats). For other CTD applications
with the flow passing tangentially along the optode (similar
to typical glider optode attachments), lL was close to 40 µm
at 1.0 dbar s−1 (Bittig et al., 2014). Using these end members,
we chose a piecewise linear interpolation to parameterize the
flow regime / lL vs. platform speed v for floats (Eq. 1). For
gliders, we suggest Eq. (2), accordingly.
lL(float)/µm={
210− 1100.095 ·
∣∣v/dbar s−1∣∣ |v| ≤ 0.095dbar s−1
20+ 800.905 ·
(
1− ∣∣v/dbar s−1∣∣) |v|> 0.095dbar s−1 (1)
lL(glider)/µm={
210− 1100.095 ·
∣∣v/dbar s−1∣∣ |v| ≤ 0.095dbar s−1
40+ 600.905 ·
(
1− ∣∣v /dbar s−1∣∣) |v|> 0.095dbar s−1 (2)
This flow regime characterization can now be used to re-
construct a time response-unbiased O2 profile from the Aan-
deraa 4330 optode the same way as for the SBE63 optode.
It must be stressed, however, that all time response correc-
tions need to be done on a time axis (“time series”), not on a
pressure axis (“depth profile”). It is therefore important that
a time stamp is logged with each optode measurement.
An example of such a reconstruction is shown in Fig. 2,
while Fig. 3 illustrates the time response effect. Both floats
were deployed in a tropical region with a strong thermocline
and consequently pycnocline (Figs. 3a and 2). The density
structure determines the floats’ ascent velocity and the float
slows down significantly in the main thermocline and pyc-
nocline around 50 dbar (Fig. 3b). At intermediate and deep
depths, a stable density structure seems to cause the float’s
buoyancy adjustments (i.e., a change in oil bladder volume to
keep a certain ascent velocity) to occur at similar depths for
all profiles, which creates the wavelike fluctuations in the me-
dian float velocity. Moreover, the lL− v dependence regime
transition at 0.095 dbar s−1 is close to the median float veloc-
ity. Observations faster than this threshold have an lL of es-
sentially 100–110 µm, while observations at slower velocities
show a marked v dependence (compare Fig. 1). This is mir-
rored in the boundary layer thickness of the unpumped 4330
optode (not shown) and in its response time (Fig. 3c). The
slowdown in the main pycnocline causes a 50 % increase in
response time of the 4330 optode (from 60 to 95 s), while the
pumped SBE63 optode remains unaffected (ca. 25–30 s). Su-
perimposed onto the flow effect, cold temperatures at depth
cause an increase in τ (Fig. 3c and d). It is important to note
that τ is much better constrained for the pumped SBE63 op-
tode than for the unpumped 4330 optode.
As expected, the time response correction for the pumped
SBE63 optode with small response times changes the O2
data only to some extent (median absolute difference in the
strongest gradient: 6–7 µmolkg−1; Fig. 3h) and is much more
important for the unpumped 4330 optode with larger re-
www.ocean-sci.net/13/1/2017/ Ocean Sci., 13, 1–11, 2017
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Figure 2. Profiles of ascent speed, density, SBE63 optode O2, 4330 optode O2, and time response-corrected O2 (left to right; the outer right
panel shows the superposition of corrected O2 for the SBE63 and 4330 optodes from the previous panels) for float 6900890, cycle 0124. The
main oxycline coincides with the pycnocline and the float slows down significantly around 50 dbar, giving the O2 optodes time to adjust.
After correction, both sensors agree well in the profile fine structure and the depth of the oxycline, while they diverge before. The time
response effect is more pronounced in regions with a weaker density gradient.
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Figure 3. Median profiles (thick lines) with 10th/90th percentiles (thin lines) for floats 6900889 (green) and 6900890 (black): (a) temperature,
(b) ascent velocity with lL vs. v regime transition (Eq. 1) in purple, (c) response time τ of the Aanderaa 4330 optode, (d) response time
τ of the SBE63 optode, (e) oxygen profile, (f) difference between the time response-corrected 4330 optode and SBE63 optode O2 as a
measure of sensor agreement after correction (in µmolkg−1), (g) absolute difference between observed and time response-corrected O2 as
a measure of the time response bias for the Aanderaa 4330 optode (in µmol kg−1), and (h) absolute difference between observed and time
response-corrected O2 as a measure of the time response bias for the SBE63 optode (in µmolkg−1).
sponse times (13–15 µmolkg−1; Fig. 3g). After correction,
both sensors agree to within 2–3 µmolkg−1 (median differ-
ence) in the strongest gradient region (120 µmolkg−1 change
over 8 min or 20 dbar) and better elsewhere (Fig. 3f). Es-
pecially near the surface and in the core of the oxygen
minimum zone, the difference is close to zero. However,
Ocean Sci., 13, 1–11, 2017 www.ocean-sci.net/13/1/2017/
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there is a residual pressure effect between the sensors of
ca. 2 µmolkg−1 at 2000 dbar (Fig. 3f), in line with a pres-
sure correction uncertainty of 0.3 % per 1000 dbar for each
of the two sensors (Bittig et al., 2015a).
This demonstrates that a time response correction is both
useful for removing sensor artifacts (Fig. 3g, h) and feasi-
ble for both optode models, yielding highly consistent results
(Fig. 3f). This is, however, only possible if the respective
measurement times are known, i.e., provided by the manu-
facturer through the instrument’s firmware as well as trans-
mitted or stored in the data stream.
Interestingly, a similar analysis of the limited dataset of
the third float, WMO ID 6900891, yields apparent boundary
layer thicknesses lL for the 4330 optode that are 100 µm or
more higher. We believe this is caused by growth of a biofilm
on the sensing foil during its 5-week irregular near-surface
drift, which artificially delays the time response. The SBE63
optode, being contained in the CTD’s pumped path and an-
tifouling regime, is probably better protected against such ar-
tifacts.
4 In-air measurements
The feasibility in calibrating O2 optodes on floats by mea-
surements in-air, proposed by Körtzinger et al. (2005),
was first demonstrated by Fiedler et al. (2013). Bittig and
Körtzinger (2015) showed the first long time series of in-air
measurements over 15 months using a single float. There, we
demonstrated a systematic effect of any water-side oxygen
disequilibrium on near-surface in-air measurements, which
can and needs to be corrected. Subsequently, Johnson et al.
(2015) confirmed the consistency between in-air and in situ
calibrations for a fleet of floats, while Bushinsky et al. (2016)
showed the utility of several in-air data acquisitions per sur-
facing, a daytime dependence, and the potential for in situ
drift detection.
Bittig and Körtzinger (2015) used the then available
ca. 15 months of data for float 6900890. Here, we want to
expand our analysis to all data until December 2016 and
apply it to both dual-O2 floats 6900889 and 6900890 (i.e.,
25 and 38 months, respectively). Both floats show a similar
“carry-over” slope c of 0.23, similar to Bittig and Körtzinger
(2015) and Johnson et al. (2015). Using this value, we can
compensate for the surface water contamination of the in-air
measurements and derive an oxygen correction factor mi (or
gain factor gi as in Johnson et al., 2015) for each profile i
(Fig. 4), where pO2,obs is the uncalibrated optode O2 partial
pressure (or O2 saturation or O2 concentration) and pO2,corr
is the calibrated O2:
m= pO2,corr
pO2,obs
. (3)
In contrast to Bittig and Körtzinger (2015), the longer float
time series confirm the results from Bushinsky et al. (2016),
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Figure 4. Time series (top) as well as daytime dependence (bot-
tom) of the oxygen correction slope mi from in-air measurements
for floats 6900889 (green circles) and 6900890 (black dots).mi was
calculated for each in-air measurement by compensating for the sur-
face water contamination with a uniform “carry-over” slope c for
the entire deployment. There is a trend towards higher correction
factorsmi with time, indicating a small drift of the optodes to lower
sensitivity. Daytime has a noticeable effect on in-air measurements,
with correction factors mi being decreased during the day by about
1 %, i.e., the optode readings being apparently increased. Both ef-
fects, the in situ drift and the daytime dependence, act in parallel
and are superimposed in the data presented here.
i.e., the existence of a small but significant in situ drift of
the optode (loss in O2 sensitivity of 0.27–0.40 % per year)
as well as a daytime dependence of the in-air measurements.
Over the course of the day, correction factors decrease, i.e.,
optode in-air measurements apparently increase, by roughly
1 % between 7 and 17 h local time, which is in the same di-
rection but of slightly smaller magnitude than their findings
(Fig. 5).
One can postulate that the daytime bias is related to solar
heating of the sensor’s sensing foil and thus the solar eleva-
tion angle θ . In that case, the daytime effect 1mi would cor-
relate on average with the cosine of the zenith angle (Eq. 4).
1mi(θi) ∝ cos (90◦− θi)= sinθi (4)
If the bias is caused by the energy input to the float top cap,
the daytime effect would be related to the direct Sun irradi-
ance, which is a function of the sunlight’s attenuation in the
www.ocean-sci.net/13/1/2017/ Ocean Sci., 13, 1–11, 2017
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Figure 5. Same as Fig. 4 except that the daytime dependence was
removed from the time series (Eq. 6, θc = 15◦; top panel) and the
in situ drift removed from the daytime dependence (Eq. 7; bottom
panel). Thick lines give a 6-month (time series) and 3 h (daytime
dependence) low-pass filtered trend with ±2σ as thin lines. The mi
low bias during midday is an important contributor to the average
in-air correction (compare the time series of mi without and with
compensation of the daytime dependence, Figs. 4 and 5, top panel,
respectively) and needs to be considered.
atmosphere (Meinel and Meinel, 1976, Eq. 5),
1mi(θi) ∝ 0.7AM0.678 ,with AM=√(
6371
9
· sinθi
)2
+ 2 · 6371
9
+ 1− 6371
9
· sinθi, (5)
where AM is the air mass coefficient for the path length
through the atmosphere, modeled as a spherical shell of 9 km
around the Earth (radius 6371 km). The data can be ade-
quately described by both approaches. We thus used the solar
elevation angle θ and the simpler Eq. (4) to parameterize the
daytime dependence (Eq. 6),
mi(θi)=
{
m0 θi ≤ θc,
m0+mA · sinθi−sinθc1−sinθc θ > θc,
(6)
where θc is the critical solar elevation angle below which cor-
rection factorsmi are uniform and equal tom0, andmA is the
amplitude of the midday bias. Based on the available data, we
set θc to 15◦. The in situ optode sensitivity drift is parameter-
ized as a linear drift according to
mi(1ti)=mt=0+ a · 1ti365 d , (7)
where 1ti is the time since deployment (in days) for each
profile i and a is the annual drift rate in %yr−1. If enough
data are available (as in our case), the linear carry-over (see
Bittig and Körtzinger, 2015, Eq. 10), the daytime dependence
(Eq. 6), and the in situ drift (Eq. 7) can be fit simultaneously
(with fit parameters c, mt=0, mA, and a) to correct all effects
at once and obtain an optimal fit (Eq. 8).
pOinfl2,obs,i = c ·pOdefl2,obs,i +
1− c
mi(θi,1ti)
·pO2,air,i (8)
Consequently, data can be corrected by
pO2,corr,i =mi(θi,1ti) ·pO2,obs,i =
(
mt=0+ a · 1ti365 d
)
·pO2,obs,i θi ≤ θc(
mt=0+ a · 1ti365 d +mA · sinθi−sinθc1−sinθc
)
·pO2,obs,i θ > θc
(9)
For simple calibration, however, preference should be given
to dusk, nighttime, and dawn measurements (θi ≤ θc), where
the (as yet uncharacterized) amplitudemA of the daytime de-
pendence is irrelevant (Eq. 6).
For float 6900889, mA is ca. 0.8 %, while it is around
0.5 % for float 6900890 (Table 1). Both floats show a sig-
nificant in situ drift: O2 levels decrease by −0.40 and
−0.27 % yr−1, respectively, with the 95 % confidence level
being around 0.11 % yr−1 after 2 years of float data and
around 0.06 % yr−1 after 3 years. The “carry-over” slope
c of float 6900889, operating in open ocean waters, is not
as tightly constrained as for 6900890, operating closer to
coastal and upwelled waters, where the range of oxygen
supersation and undersaturation is larger. When accounting
for the surface water “carry-over” effect only, fit root mean
squared errors (RMSEs) are around 0.8 mbar (Bittig and
Körtzinger, 2015). With all effects included, the RMSE is
reduced to 0.5 mbar. The intercept mt=0 gives an indication
of the uncertainty in mi after daytime and drift correction,
which is on the order of 0.1 %.
To evaluate the sensitivity to the atmospheric reanalysis
product, air pO2 was derived from NCEP/NCAR (Kalnay
et al., 1996), ERA-Interim (Dee et al., 2011), MERRA-2
(Rienecker et al., 2011), and JRA-55 (Harada et al., 2016)
reanalysis data. ERA-Interim has a delay of 2–3 months, so
the analysis was limited to all profiles until September 2016
(Table 1). Differences in mt=0 are up to 0.1–0.2 % depend-
ing on the reanalysis model and as such on the same order of
magnitude as the uncertainty of the calculation. This should
be considered when assessing the absolute calibration accu-
racy of in-air data. Differences for c, mA, and a are within
their confidence intervals.
5 Optode stability
Based on regular in-air measurements, the Aanderaa 4330
optodes show a significant drift of −0.40 and −0.27 % yr−1
for floats 6900889 and 6900890, respectively. This is in a
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Table 1. Simultaneous fit of “carry-over” slope c, initial O2 correction factormt=0 relative to the deployment calibration, daytime dependence
amplitude mA, and annual drift rate a (Eq. 8) for floats 6900889 and 6900890 using air pO2 derived from different reanalysis models. The
analysis was limited to all profiles until the most recently available ERA-Interim date, i.e., September 2016.
Float Reanalysis c mt=0 = pO2,corrpO2,deploy |t=0 mA in % a in % yr−1
6900889 NCEP/NCAR 0.21(0.05) 0.9821(0.0012) −0.79(0.15) +0.42(0.11)
ERA-Interim 0.22(0.04) 0.9836(0.0011) −0.79(0.15) +0.40(0.11)
MERRA2 0.23(0.05) 0.9839(0.0013) −0.81(0.17) +0.36(0.12)
JRA-55 0.24(0.04) 0.9838(0.0012) −0.93(0.16) +0.40(0.11)
6900890 NCEP/NCAR 0.23(0.02) 0.9899(0.0012) −0.53(0.13) +0.24(0.06)
ERA-Interim 0.23(0.02) 0.9894(0.0012) −0.58(0.13) +0.29(0.05)
MERRA2 0.21(0.02) 0.9905(0.0012) −0.49(0.13) +0.25(0.06)
JRA-55 0.24(0.02) 0.9894(0.0012) −0.54(0.13) +0.29(0.06)
95 % confidence interval given in brackets; θc = 15◦
Figure 6. Percent difference between O2 from the Aanderaa 4330
optode and the SBE63 optode using time response corrected data
(top) near the surface and (bottom) at depth for floats 6900889
(green) and 6900890 (black). There seems to be a conditioning ef-
fect on either one or both optodes during the first half-year /≈ 40
profiles, after which differences between optodes are stable.
similar range for in situ drift as reported by Bushinsky et al.
(2016) for 10–12 out of 14 optodes. In contrast, Johnson et al.
(2015) observed both significant positive and negative drifts
for individual floats, but seen over a fleet of 29 floats, this
drift was indistinguishable from zero. However, they did not
correct explicitly for the carry-over effect but, given that O2
is typically less than 3 % supersaturated, assumed it to be
negligible as long as the data record spans at least a full year.
Since the SBE63 optode on floats can not measure oxy-
gen in-air, a direct comparison with in-air measurements is
not possible. However, it can be done indirectly via the dif-
ference between the 4330 and SBE63 optodes (Fig. 6), both
near the surface within the mixed layer as well as at depth
(1900 dbar). The SBE63s have been in situ calibrated against
the 4330 optodes near the surface, so differences cluster
around zero with a standard deviation of 0.2 %. At depth,
however, there is a difference between both on the order of
0.5 %, which we attribute to uncertainties in the pressure cor-
rection (Bittig et al., 2015a).
Moreover, at both depths, there seems to be a condition-
ing effect during the first half-year (≈ 40 profiles) only after
which the difference between both sensors stabilizes. Since
we can only discuss the difference, this can be caused by ei-
ther one or both sensors. Reasons could be repeated pressure
cycling, removal of surface films or contaminants from the
sensing foils, or others, and the exact cause remains specu-
lative. However, we recommend that users critically evaluate
their optode data regarding whether they see such a condi-
tioning artifact, too.
Linear fit slopes of the sensor difference (using only data
after 180 days) for the two floats are indistinguishable from
zero within±0.06 and±0.04 % yr−1 (95 % CI), respectively.
This implies that the SBE63 optodes drift as much as the
4330 optodes and suggests that in situ drift is governed by
environmental factors. Concerning the different in situ drift
rates between the two floats, the only obvious difference is
that the second pair of optodes was deployed a year later and
subjected to a second laboratory calibration before deploy-
ment. Otherwise, they were from the same batch, treated the
same, and the floats were deployed in comparable field con-
ditions.
6 Conclusions
A slow O2 time response reduces fine-scale resolution and
causes a lag between in situ and observed O2 profiles. It is
important for data users to assess and quantify the impact
on O2 data quality, as the effect can be substantial for the
analysis (e.g., Plant et al., 2016). However, as demonstrated
by Bittig et al. (2014) and here, it is feasible to correct for
the time response effect on slowly moving, buoyancy-driven
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platforms. In this work, we refine the flow regime required
for such corrections for floats and gliders and summarize the
procedure for time response corrections (from Bittig et al.,
2014). Reconstruction, however, is only possible if measure-
ment times are known. These need to be provided by the in-
strument’s firmware/manufacturer as well as be transmitted
and stored with the original profile data. Of course, every
correction introduces uncertainty, so the ideal case would be
a fast (and accurate) O2 sensor that does not need time re-
sponse correction.
In-air measurements at every surfacing of Argo-O2 floats
prove to be an ideally suited means to check and correct a
change (or loss) in O2 sensitivity of optodes, the primary
reason for O2 optode drift (Bittig and Körtzinger, 2015).
As such, they allow one to correct both sensor drift be-
tween calibration and deployment (several % magnitude)
as well as sensor drift in situ during deployment (order of
−0.5 % yr−1). In detail, measurements in air close to the sea
surface are not purely 100 % air, as one would expect under
controlled, stable conditions. Most importantly, any water-
side oxygen disequilibrium has a systematic effect on near-
surface in-air measurements, which can and needs to be cor-
rected. In addition, midday observations are offset with re-
spect to nighttime or dusk and dawn measurements, such
that a failure to account for the daytime effect introduces a
systematic bias. While its mechanistic origin is still unclear,
the data suggest a relation to solar heating. Despite these
secondary effects, any float O2 data calibrated with regular
in-air measurements are more accurate than without in-air
measurements (compare Takeshita et al., 2013), but neglect-
ing the water-side “carry-over” or daytime effect should be
avoided as good practice.
Based on regular in-air measurements over 38 and 25
months, respectively, we were able to detect a significant in
situ drift in both 4330 optodes of −0.27 and −0.40 % yr−1,
respectively. The SBE63 optodes’ in situ stability is compa-
rable to the one of the 4330 optodes.
Given the findings of several studies on both optode “stor-
age” drift and in situ drift, we strongly propose that every
Biogeochemical-Argo float be deployed with in situ O2 op-
tode in-air measurements (Bittig et al., 2015b). Float princi-
pal investigators (PIs) need to ensure with manufacturers that
their floats provide this capability.
To our knowledge, the feasibility of in-air measurements
on gliders still needs to be shown. Given the generally shorter
deployment periods and, more importantly, the possibility of
careful pre- and post-deployment calibration/drift characteri-
zation (e.g., by optode in-air measurements under controlled
conditions on deck), it might not be necessary to have in situ
in-air measurements on gliders.
7 Data availability
The float data are made freely available by the Interna-
tional Argo Program (Argo, 2000) and the national pro-
grams that contribute to it (http://www.argo.ucsd.edu,http://
argo.jcommops.org). The Argo Program is part of the Global
Ocean Observing System. NCEP Reanalysis data provided
by the NOAA/OAR/ESRL PSD, Boulder, Colorado, USA,
from their website at http://www.esrl.noaa.gov/psd/, ERA-
Interim data provided courtesy of ECMWF, MERRA2 data
files acquired from the Goddard Earth Science Data Informa-
tion Services Center (GES DISC), and JRA-55 data provided
from the Japanese 55-year Reanalysis (JRA-55) project car-
ried out by the Japan Meteorological Agency (JMA).
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Appendix A: Time response correction
Here, we reproduce the essential equations from Bittig et al.
(2014) for the correction of the optode time response as
demonstrated in Sect. 3, give an explicit parameterization
for the flow–boundary layer thickness relation for optodes
in pumped mode of operation, and provide the two-layer dif-
fusional model data to relate boundary layer thickness, tem-
perature, and response time for interpolation as supplemen-
tal material. We hope this will be more useful than the solely
graphical representation of Bittig et al. (2014).
The O2 optode’s time response is governed by the diffu-
sion of O2 in/out of the sensing foil and through the liq-
uid boundary layer in front of the sensing foil. In fact, the
boundary layer is responsible for most of the “lag”. The step
response follows (approx.) an exponential curve. The con-
tinuous time response equals a single-pole low-pass filter of
the in situ O2 time series. In discrete form using the bilinear
transformation, this filter is recursively described by
cobs(ti+1)= a · cobs(ti)+ b ·
(
cin-situ(ti+1)+ cin-situ(ti)
)
,
a = 1− 2b, b =
(
1+ 2 τ
ti+1− ti
)−1
, (A1)
cobs(ti=0)= cin-situ(ti=0), (A2)
where cin-situ is the true in situ O2 time series, cobs the O2
time series of the optode, and τ the response time for the
interval between ti and ti+1. The initial condition (Eq. A2)
assumes an equilibrated optode, which can be adjusted ac-
cording to the application.
For the reconstruction, Eq. (A1) is rearranged to
cin-situ(ti+1)+ cin-situ(ti)
2
= 1
2b
·
(
cobs(ti+1)− a · cobs(ti)
)
,
a = 1− 2b, b =
(
1+ 2 τ
ti+1− ti
)−1
; (A3)
i.e., knowledge of the optode time series (measurement
times, ti , and optode readings, cobs) as well as the response
time (series) τ yields a time series of the consecutive means
of the true in situ time series (left side of Eq. A3). For this
operation, no initial condition of the filter is required. To ob-
tain the in situ time series at the original sampling times ti ,
the time series of consecutive means obtained from Eq. (A3)
needs to be interpolated to ti .
For a pumped optode, the relation between flow V˙ and
boundary layer thickness lL is described (following experi-
ment 1, Bittig et al., 2014) by
lL(pumped)/µm= 1.8× 104 · 1
V˙ /mLmin−1
+ 4, (A4)
with an uncertainty of the greater of 4 µm or 10 %. For un-
pumped optodes on fast profiling platforms, i.e., CTDs, the
vertical velocity v–boundary layer thickness lL relation de-
pends to a large extent on the mode and orientation of at-
tachment (see the difference between experiment Eqs. 5 and
6, Bittig et al., 2014) with a range of lL(CTD) from 20 to
55 µm (1σ from 5 to 35 µm). For slowly profiling platforms,
we suggest using Eq. (1) for floats and Eq. (2) for gliders.
They might need adjustments depending on the actual optode
attachment or mode of operation.
The boundary layer thickness lL can be converted to a re-
sponse time τ using the sensing membrane thickness lM of
the respective optode model, the two-layer diffusional model
of Bittig et al. (2014), and temperature T . For the SBE63 op-
tode, we used lM = 130 µm, for the Aanderaa 3830/4330 op-
tode with standard foil 100 µm, and for the Aanderaa 4330F
optode with fast response foil 50 µm. Results for the latter
two were shown in figure 11, Bittig et al. (2014). Here, the
same model data of τ against lL and T can be found for all
three optode sensing foils in the supplemental material.
www.ocean-sci.net/13/1/2017/ Ocean Sci., 13, 1–11, 2017
10 H. C. Bittig and A. Körtzinger: Update on response times, in-air measurements, and in situ drift
The Supplement related to this article is available online
at doi:10.5194/os-13-1-2017-supplement.
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